Tearing of the lingual frenulum caused by insertion of the proSeal LMA in a child: A case report.
The laryngeal mask airway (LMA) is widely used as an adjunctive airway device composed of a tube with a cuffed mask-like projection on the distal end. The LMA is simple to use and less invasive to pharynx and larynx than endotracheal tube. The LMA is inserted blindly into the hypopharynx, forms a low pressure seal around the laryngeal inlet. It is minimally stimulating the airway. Microscopic mucosal injuries are common during laryngeal mask airway (LMA) insertion but macroscopic injuries are rare and few have been reported with the ProSeal LMA. This report describes a case of the tearing of the lingual frenulum incidentally caused by insertion of the ProSeal LMA in a child.